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ABSTRACT We achieved photon count rates per molecule as high as with commonly used confocal ﬂuorescence correlation
spectroscopy instruments using a new total internal reﬂection ﬂuorescence correlation spectroscopy system based on an epi-
illumination conﬁguration.
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Fluorescence correlation spectroscopy (FCS) (1) requires
a particularly high photon countrate per molecule (cpm) and
low background when employed to investigate single
molecule dynamics. To fulﬁll this requirement, it is crucial
to restrain the observation volume to the close proximity of
the system under study. In this respect, the standard confocal
detection scheme suffers from drawbacks when used to
investigate dynamical processes of biomolecules attached to
a surface (for example, ligand-receptor kinetics on cell
surfaces or model membranes (2) and conformational
changes of biomolecules (3; 4)) since the axial conﬁnement
of the confocal volume element is in general large compared
to the axial extent of the attached biomolecule. Additionally,
excitation light reﬂected at the surface contributes sub-
stantially to the background.
These drawbacks are circumvented in total internal
reﬂection ﬂuorescence correlation spectroscopy (TIR-FCS)
(5), where the sample is excited by an evanescent ﬁeld,
generated by total internal reﬂection of a laser beam. TIR is
typically obtained on the interface between a prism serving as
a substrate for the system under study and an aqueous
solution. The ﬁeld intensity decays exponentially within the
solution with increasing distance from the interface and drops
to 1/e of its value after typically, 200 nm. This axial extend
of the detection volume is substantially smaller than in the
case of confocal FCS, where it is generally on the order of
1.5 mm. Fluorescence is detected from above the prism by
means of a microscope and a single photon avalanche diode
(SPAD). An aperture or pinhole in the intermediate image
plane of the microscope assures lateral conﬁnement of the
detection volume element.
TIR-FCS has been applied successfully to investigate
a number of different phenomena as, for example, ligand-
receptor binding on membranes (6) and surface binding of
biomolecules to silica surfaces (7), but little work has been
done to further improve sensitivity of TIR-FCS (8). Nonethe-
less, a high sensitivity, especially high cpm, are crucial for
single molecule applications, and increasing them to values
obtained in confocal FCS would considerably augment the
number of possible applications (9).
We have developed a TIR-FCS system and obtained cpm
values comparable to those achievedwith a common confocal
FCS system. In contrast to the above described prism-based
TIR-FCS setup, we adapted an objective-based total internal
reﬂection ﬂuorescence (TIRF) system (10), which makes use
of an epi-illumination conﬁguration to excite and detect
ﬂuorescence (see Fig. 1). Here, the beam of an argon ion laser
(model 2214-25ML, Cyonics, Sunnyvale, CA) is focused
onto the back focal plane (bfp) of an oil-immersion objective
(a-Plan-Fluar, 1.45 NA, 1003, Carl Zeiss Jena GmbH, Jena,
Germany) residing in an inverted microscope (IX70,
Olympus, Tokyo, Japan). The location of the focal spot
within the bfp determines the inclination angle under which
the collimated beam impinges on the upper surface of
a microscope slide. By tilting the glass plate, the location of
the spot is adjusted to satisfy the condition for total internal
reﬂection. The ﬂuorescence emission is collected by the same
objective, focused to a multi-mode ﬁber with a 50 mm dia-
meter core, serving as a pinhole and ﬁnally detected by a
SPAD (SPCM-AQR-13-FC, PerkinElmer, Wellesley, MA).
With respect to the classical prism-based TIR-FCS scheme,
this approach has several advantages. Most important, as the
sample of interest is situated directly on the microscope slide,
all light that is emitted in the lower half space and not reﬂected
is collected by the high NA objective. Therefore, we expect
a signiﬁcant higher value of counts per molecule compared to
a prism-based setup. Further, once the setup is properly
aligned, it is very stable and samples can be exchanged easily.
Compared to confocal FCS, a smaller portion of the reﬂected
laser light reaches the detector. This is because the back-
reﬂected laser beam is collimated and therefore not focused
onto the pinhole.
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To show the described advantages, diffusion of carboxy
ﬂuorescein in aqueous solution was measured within the
evanescent ﬁeld. To ﬁt the autocorrelation data, a mathemat-
ical model based on the theoretical description by Starr and
Thompson (11) was adapted (Eq. 1). An approximation
disregarding binding to the surface could be used since
ﬂuorescein is negatively charged and therefore almost not
subject to unspeciﬁc binding to the glass surface. Whereas in
Starr and Thompson the inﬂuence of transversal diffusion has
been neglected, it is necessary to take this into account in our
case, since the observation volume was laterally restricted by
introducing a pinhole.We used a Gauss function to model the
lateral intensity distribution and an exponential decay in axial
direction. Furthermore, our model contains a term accounting
for triplet state kinetics to meet the experimental conditions
and to ﬁt the data more accurately. With these modiﬁcations,
the correlation function reads
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N is the number of molecules in an effective volume
deﬁned by Veff [ pvxy
2 d, where vxy is the lateral extend of
the Gaussian intensity distribution and d is the distance from
the surface where the intensity decreases by a factor 1/e. The
diffusion times are tz [ d
2/(4D) and txy [ vxy
2 /(4D) for the
axial diffusion and diffusion parallel to the surface, re-
spectively. D denotes the diffusion constant. The triplet state
decay time is given by tt, and p is the average fraction of
molecules in the effective volume that are in the triplet state.
w is the complex generalization of the error function, w(x)[
exp(x2)erfc(ix). As in confocal FCS without regarding
triplet state kinetics, the amplitude of the correlation function
(after the subtraction of 1) is inversely proportional to the
number of molecules in the detection volume element Veff:
GðtÞ  1 ¼ 1
2N
:
Measurements were performed on droplets containing
carboxy ﬂuorescein in TRIS buffer (pH 8) deposited on
microscope coverslides. cpm values as high as 34 kHz could
be achieved. Fig. 2 shows a typical example for an auto-
correlation curve obtained with our setup. The overall back-
ground was;6.1 kHz for TIR-FCS. The axial diffusion time
was on the order of 15 ms, for an evanescent ﬁeld depth of
;200 nm. This implies a diffusion constant ofD¼ 73 106
cm2 s1 for ﬂuorescein, which is in agreement with values
measured in previous work (12).
Similar values could be obtained with our TIR-FCS setup
when working in confocal FCS mode. This is possible by
FIGURE 1 Schematic of setup for objective type TIR-FCS. The
laser beam is enlarged and collimated through the telescope
formed by lenses L1 and L2. Lens L3 focuses the beam at the
bfp of the objective. GP, glass plate; F1, F2, ﬁlter; D, dichroic
mirror; Obj, microscope objective; L1–L4, lenses.
FIGURE 2 Time trace and correlation curve obtained with
the proposed setup, curve ﬁt according to Eq. 1. cpm ¼ 33 kHz,
N ¼ 4.4, tz ¼ 12.9 ms, p ¼ 29%, tt ¼ 1.1 ms, and d /vxy ¼ 0.4
(ﬁxed parameter).
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removing the glass plate, the focusing lens L3, and using an
appropriate water-immersion objective. In this conﬁguration,
we obtained for measurements on the surface comparable
cpm values (maximum 38 kHz). The background, however,
was .2 times higher (14 kHz) than obtained for TIR-FCS.
In conclusion, we presented an effective, stable, and
practically simple TIR-FCS system, which allows measure-
ments to be performed with surprisingly high cpm values.
This work, thereby, opens the way for TIR-FCS to be used in
applications where a high signal/noise ratio is crucial.
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